

POLEXA 


Oscillotron® 
camera adapter 


The Beattie-Coleman 
Polexa Oscillotron® Adapter provides a practical, 
inexpensive method for photographing oscilloscope 
traces with a Polaroid® Automatic 100 camera or a 
wide range of 35mm cameras. Polaroid exposure 
duration may be controlled either manually or with 


the electric eye. The automatic control insures 
unusually uniform high quality prints. The Polaroid 
and 35mm cameras with “X” sync contacts may 
be used to trigger traces in sync with the shutter 
for single sweep trace recordings. The camera 
can be quickly detached for normal off-scope use. 
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Polexa, with Polaroid attached, swung open 
for normal viewing of CRT. Also lifts off. 
Provides light shield for CRT. 

“Polaroid”® by Polaroid corporation 


35mm Exakta camera mounted on Polexa. 
Special bracket permits attaching various 
35mm cameras. (See specifications). 


Polexa Adapter bracket (available separately) 
modifies K-5 Oscillotrons to accept 35mm 
cameras and Polaroid automatic 100 models. 
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